Letters to the Editor

Should Spectrophotometry Be Used to Identify Xanthochromia in the Cerebrospinal Fluid of Alert Patients Suspected of Having Subarachnoid Hemorrhage?

To the Editor:

We read with interest the article by Perry and colleagues.1 There appears to be a reluctance in North America to embrace what we believe to be the most sensitive method for demonstrating bilirubin in cerebrospinal fluid (CSF), spectrophotometry, on the basis that it is not requested, that the equipment does not exist and that it is difficult to interpret.1,2 It is then somewhat disingenuous to criticize spectrophotometry by using 4 methods, the first of which (‘traditional’) has many deficiencies which have been well documented3,4; the second of which (‘Chalmers and Kiley’)5 has been superseded by the third (‘Chalmers revised’); this in turn has been incorporated into the fourth method (‘UK NEQAS’) which provides the most up-to-date and evidence-based approach.6 As the authors quote a summary of this article in another journal and not the original, it appears as though they have not read and studied the full method and recommendations. Moreover, the authors admit that they have not performed scanning spectrophotometry, substituting the measurement at 4 wavelengths instead, which does not produce correct results. Because the basic method of calculating the key measure, the net bilirubin absorbance at 476 nm, is identical in methods 3 and 4, it is surprising that in the authors’ hands the revised Chalmers method gave poor agreement between fresh and frozen CSF but the UK NEQAS method gave good agreement. This suggests that use of frozen samples further compromises the validity of the study.

It has been previously demonstrated that spectrophotometry has increased sensitivity over visual inspection and in our experience this continues to be the case.8,9 Moreover, spectrophotometry provides an objective record that meets clinical governance standards and that has so far been the only test to use an objective test with a clear record of result that meets clinical governance standards and that has so far been the only test to show appropriate sensitivity for a rule out test while demonstrating satisfactory specificity.

Disclosures

None.

Robert Beetham, PhD, FRCPath
Department of Clinical Biochemistry
North Bristol NHS Trust
Frenchay Hospital
Bristol, UK

Samden Lhatoo, MD
Department of Neurology
North Bristol NHS Trust
Frenchay Hospital
Bristol, UK

References


(Stroke. 2007;38:e86.)

© 2007 American Heart Association, Inc.

Stroke is available at http://stroke.ahajournals.org

DOI: 10.1161/STROKEAHA.107.486258
e86
Should Spectrophotometry Be Used to Identify Xanthochromia in the Cerebrospinal Fluid of Alert Patients Suspected of Having Subarachnoid Hemorrhage?
Robert Beetham and Samden Lhatoo

*Stroke.* 2007;38:e86; originally published online August 2, 2007; doi: 10.1161/STROKEAHA.107.486258

*Stroke* is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2007 American Heart Association, Inc. All rights reserved.
Print ISSN: 0039-2499. Online ISSN: 1524-4628

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://stroke.ahajournals.org/content/38/9/e86

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in *Stroke* can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to *Stroke* is online at:
http://stroke.ahajournals.org//subscriptions/