Supraventricular Premature Beats and Short Atrial Runs Predict Atrial Fibrillation in Continuously Monitored Patients With Cryptogenic Stroke

Simon Kochhäuser, MD*; Dirk G. Dechering, MD*; Ralf Dittrich, MD; Florian Reinke, MD; Martin A. Ritter, MD; Shahram Ramtin, MD; Thomas Duning, MD; Gerrit Frommeyer, MD; Lars Eckardt, MD

Background and Purpose—Supraventricular premature beats (SPBs) may help to assess the risk of atrial fibrillation (AF) in patients with cryptogenic stroke and therefore guide therapy.

Methods—An internal loop recorder was implanted in consecutive patients with acute cryptogenic stroke. The occurrence and quantity of SPBs and short supraventricular runs (SVRs) in 24-hour ECG in patients with and without future AF were analyzed. We evaluated the relative risk of the upper quartile of SPB and SVR patients against the remainder and used binary logistic regression to evaluate a possible independent influence of SPBs and SVRs on AF occurrence.

Results—Twelve of 70 included patients (mean age, 59±13 years) experienced development of AF during a mean monitoring duration of 536±212 days. Patients with AF had a median of 22.8 SPBs/h versus 1.2 SPBs/h (P<0.0001) in patients without AF and a median of 0.7 SVRs/h (AF) versus 0 SVR/h (non-AF). Patients in the upper quartile of SPBs (>14.1/h) and SVRs (>0.2/h) demonstrated a relative risk of 4.0 (95% confidence interval, 1.1–14.6; P=0.04) and 6.9 (95% confidence interval, 1.8–26.7; P=0.005) for future AF, respectively. In binary logistic regression, SPBs (P=0.02) and SVRs (P=0.05) remained significant independent predictors for occurrence of AF.

Conclusions—Numerous SPBs and SVRs demonstrated a high risk for future AF in patients with cryptogenic stroke.

(Stroke. 2014;45:884-886.)

Key Words: atrial fibrillation ◼ atrial premature complexes ◼ stroke
data and approved the results. SVRs were defined as >3 consecutive supraventricular beats with an accelerated cycle length lasting <30 s.

Only patients without AF were included, and a validated ILR (Reveal XT; Medtronic, Minneapolis, MN) was implanted. Two experienced electrophysiologists reviewed the episodes from the ILR and had to independently judge it as AF. The study was approved by the local ethics committee.

Apart from baseline characteristics, we also measured left atrial (LA) parameters (LA diameter and volume index) and diastolic dysfunction in all patients as potential predictors of future AF. Measurements of LA volume index and diameter were performed by only one of the authors (D.G.D.) to avoid possible poor interobserver agreement. For LA volume index, we used the Simpson method in apical 4-chamber and apical 2-chamber views. We evaluated diastolic function using the E/A ratio from the mitral valve inflow pattern and the ratio (E/E’) of early diastolic mitral inflow (E) to early diastolic mitral annular tissue velocity (E’).

### Statistical Analysis
We used IBM SPSS Statistics 20.0 (IBM Corporation, Somers, NY) for statistical analysis.

Departure from normality was evaluated by Shapiro–Wilk statistic. We compared means, proportions, and dichotomous variables using the Mann–Whitney U test and the Fisher exact test, respectively. We calculated the relative risk of the upper quartile SVRs and SPBs against the 3 other quartiles. We used binary logistic regression to evaluate a possible independent influence of SPBs and SVRs and
used receiver operating characteristic curve to evaluate these variables. Statistical significance was defined as a 2-sided $P$ value $<0.05$.

**Results**

Demographic and other characteristics are summarized in the Table. The study population with a complete work-up consisted of 70 patients (27 women). A total of 12 patients experienced development of AF during a mean monitoring duration of 536±212 days. Mean age was 59±13 years. The first documented AF episode in the ILR occurred after a median of 81 days (interquartile range, 7–118 days; range, 1–556 days) after ILR implantation. Patients with and without AF during follow-up did not significantly differ regarding baseline characteristics, cardiovascular risk factors or known cardiovascular disease, and LA dimensions (Table).

**SPBs and SVRs**

SPBs and SVRs showed a skewed distribution. The median number of SPBs per hour was 1.5 (interquartile range, 0.4–9.1), and the median of number SVRs was 0.0 (interquartile range, 0.0–0.4; mean, 0.99 SVRs/h). There was a highly significant difference in the occurrence of SPBs ($P<0.0001$) and SVRs ($P<0.0001$) between groups (Table). Patients with and without AF during follow-up had medians of 22.8 SPBs/h and 0.7 SVRs/h versus medians of 1.2 SPBs/h and 0.0 SVRs/h in the group without AF.

For future AF diagnosis, patients in the upper quartile of SPBs (>14.1/h) and SVRs (>0.2/h) demonstrated a relative risk of 4.0 (95% confidence interval, 1.1–14.6; $P=0.04$) and 6.9 (95% confidence interval, 1.8–26.7; $P=0.005$), respectively.

In binary logistic regression, we forced sex, age, SVR or SPB, and a parameter of LA size or diastolic function into the model. SPBs ($P=0.02$) and SVRs ($P=0.05$) remained a significant independent predictor in all statistical models, whereas female sex showed a statistically nonsignificant trend ($P=0.07$). Age ($P=0.18$) and LA parameters were not independently predictive.

To analyze the diagnostic usefulness of SVRs and SPBs, we calculated a receiver operating characteristic curve. The area under the curve was 0.82 for SPBs and 0.92 for SVRs, demonstrating good and excellent diagnostic test accuracy (Figure).

**Discussion**

ILRs are a great advance in the diagnostics of AF because they allow continuous rhythm monitoring with high sensitivity for AF diagnosis. Especially in patients with cryptogenic stroke, this is a major improvement compared with current diagnostic concepts and allows an effective secondary prevention of stroke recurrence. Although implantation of an ILR is secure and patient compliance is usually excellent, it seems reasonable to identify factors that further determine patients who will benefit from invasive rhythm monitoring.

The presented results from our prospectively designed study with a long follow-up demonstrate that the number of SPBs and SVRs in the widely available and easy-to-use 24-hour ECG can be a powerful tool to estimate the risk of future AF in patients with cryptogenic stroke.

In the presented cohort of patients, the negative predictive value (and sensitivity) for the occurrence of AF during follow-up, for example, was 100% in patients with $<40$ SPBs. Applying this cutoff value in our group of patients would have excluded 36 of 70 patients. Therefore, our results could help to select patients who would benefit most from costly long-term monitoring and therefore might have a significant benefit on cost-effectiveness and patient care because patients with a low SPBs or SVR burden do not seem to have a clinically relevant risk of AF. On the contrary, $>1660$ SPBs predicted future AF, with a positive predictive value of 85% and a specificity of 98%, indicating the urgent need for continuous rhythm monitoring.

A potential limitation of our study is the moderate sample size, thereby increasing the risk of bias in our statistical analysis. We found, however, strong and consistent associations across our 70 consecutively included patients.

**Conclusion**

SPBs and SVRs in simple-to-use 24-hour ECG are statistically and clinically significant predictors of future AF in patients with cryptogenic stroke during long-term follow-up using continuous rhythm monitoring.

**Disclosures**

None.

**References**

Supraventricular Premature Beats and Short Atrial Runs Predict Atrial Fibrillation in Continuously Monitored Patients With Cryptogenic Stroke

Simon Kochhäuser, Dirk G. Dechering, Ralf Dittrich, Florian Reinke, Martin A. Ritter, Shahram Ramtin, Thomas Duning, Gerrit Frommeyer and Lars Eckardt

 Stroke. 2014;45:884-886; originally published online January 14, 2014; doi: 10.1161/STROKEAHA.113.003788

Stroke is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2014 American Heart Association, Inc. All rights reserved.
Print ISSN: 0039-2499. Online ISSN: 1524-4628

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://stroke.ahajournals.org/content/45/3/884

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Stroke can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Stroke is online at:
http://stroke.ahajournals.org//subscriptions/