Letters to the Editor

Stroke welcomes Letters to the Editor and will publish them, if suitable, as space permits. They should not exceed 750 words (including references) and may be subject to editing or abridgment. Please submit letters in duplicate, typed double-spaced. Include a fax number for the corresponding author and a completed copyright transfer agreement form (available online at http://stroke.ahajournals.org and http://submit-stroke.ahajournals.org).

Statistical Error in Interpretation of Aneurysm Coil Results

To the Editor:

We read with interest the recent report by Bendszus et al1 regarding the efficacy of new “bioactive” coils for cerebral aneurysm therapy. The authors note a “statistically significant” difference between outcomes in aneurysms treated with the Cerecyte coil and a matched pair cohort treated with bare platinum coils, with superior long-term occlusion rate for the Cerecyte group.

We wish to call attention to a basic statistical error in their report, an error that lowered the calculated probability values to half of their true value, which might lead the reader to make an incorrect conclusion regarding the statistical superiority of Cerecyte coils. In the methods section, the authors state that 2-sided Fisher exact tests were performed “for comparison of the initial treatment results,” but they do not specify whether the outcome at 6 months was assessed by a 1-sided or a 2-sided test. We performed both 1-sided and 2-sided Fisher exact tests using the authors’ own data and found that they apparently are reporting the results of 1-sided tests. This use of a 1-sided test is inappropriate.

The only situation in which a 1-sided test should be used is when a change in an unexpected direction would have absolutely no relevance to the study.2 This situation is unusual, and if there is any doubt regarding whether a 1- or 2-sided test should be used, then a 2-sided test should be applied. The 1-sided test will yield a probability value that is half as small as the 2-sided test. This diminution of the probability value renders a 1-sided test very attractive to those whose definition of success is having a statistically significant result (ie, P<0.05). A 2-sided test is more conservative than a 1-tailed test because a 2-tailed test takes a more extreme test statistic to reject the null hypothesis.

When deciding whether to use a 1- or 2-sided statistic in the comparison between bare and bioactive coils, we submit that it remains entirely possible that Cerecyte could be associated with a higher recurrence rate than platinum coils. We are not saying that there is any evidence that Cerecyte causes a higher recurrence rate, but this is a realistic possibility, as demonstrated by results with the Matrix coil.4 As such, this possibility must be accounted for in the statistical evaluation of the data by using a 2-sided test. The 2-sided test gives us a probability value of 0.09.

As a brief statistical refresher, the probability value indicates the probability of obtaining a result equal to or less consistent with the null hypothesis, if the null hypothesis were true. In the current case the null hypothesis is that there is no difference in recurrence rates between bare and Cerecyte coils. Thus, in the current series there is a 9% chance that a similar or more extreme angiographic outcome result, showing superiority of either platinum or Cerecyte, would be achieved even if the null hypothesis were true. Granted, this may indicate a trend toward superiority but not statistical superiority.

Another statistical issue with this publication is the “power” values given in the results. It is not clear how these were calculated, but they were likely calculated retrospectively, which is of dubious value.5 Calculations of sample sizes for studies of new endovascular treatments for cerebral aneurysms indicate that the sample size of 55 patients in each group reported by Bendszus et al is much too small.6 Based on single-center retrospective data collected this far, we still have no idea if Cerecyte works in preventing aneurysm recurrences. And we won’t have any reasonable idea until we have completed a prospective, randomized controlled study with appropriate numbers of patients.

Disclosures

H.J.C. and D.F.K. receive research support from Micrus, MicroVention, and Cordis.

Harry J. Cloft, MD, PhD
David F. Kallmes, MD
Mayo Clinic
Rochester, Minn

Statistical Error in Interpretation of Aneurysm Coil Results
Harry J. Cloft and David F. Kallmes

Stroke. published online January 10, 2008;
Stroke is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2008 American Heart Association, Inc. All rights reserved.
Print ISSN: 0039-2499. Online ISSN: 1524-4628

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://stroke.ahajournals.org/content/early/2008/01/10/STROKEAHA.107.506998.citation

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Stroke can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Stroke is online at:
http://stroke.ahajournals.org/subscriptions/